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The  efficient  development  of  hypergolic  fuels  requires  an  interdisciplinary  approach  involving  ab 
initio  modeling,  synthesis,  and  experimental  physical  chemistry.  Candidate  molecules  must  exhibit 
hypergolic  ignition  delay  times  that  are  fast  enough  to  warrant  further  testing  for  safety  and 
performance  criteria.  Hypergolic  ignition  delay  apparatus  has  been  mentioned  in  the  open  literature 
for  six  decades,  but  accurate,  detailed,  modern  ignition  delay  hardware  that  uses  inexpensive 
laboratory  building  blocks  and  a  minimum  of  custom  circuitry  is  still  needed.  This  article  details 
line-of-sight  electro-optical  circuitry  with  direct  digital  readout  and  additional  oscilloscope 
recording  that  can  be  used  to  measure  total  ignition  and  chemical  delay  times  for  screening 
candidate  fuels.  We  also  illustrate  the  value  of  high  speed  video  and  quantum  chemical  calculations 
to  supplement  the  ignition  delay  measurements  for  a  comprehensive  approach  to  hypergolic  fuel 
research.  ©  2006  American  Institute  of  Physics.  [DOI:  10.1063/1.2188909] 


INTRODUCTION 

Hypergolic  fuel-oxidizer  pairs  convert  the  exothermic 
energy  of  mixing  and  the  heat  of  preignition  chemical  reac¬ 
tions  into  self-sustaining  combustion  without  any  external 
energy  source  for  ignition.  The  temporal  delay  from  fuel- 
oxidizer  contact  to  full  combustion  is  known  as  the  ignition 
delay  while  the  ignition  delay  for  nonhypergolic  systems  is 
defined  as  the  period  from  the  application  of  the  external 
ignition  stimulus  to  the  onset  of  combustion.  Hypergolic  ig¬ 
nition  delay  for  liquids  consists  of  a  complex  interplay  be¬ 
tween  heat  and  mass  transfer  (physical  factors)  as  well  as  the 
kinetics  for  reactive  species  production  and  species  identity 
(chemical  factors).  In  the  limit  of  ideal  instantaneous  mixing, 
a  chemical  delay  that  is  characteristic  of  the  specific  hyper- 
golic  pair  would  be  observed1  under  specific  conditions. 
Clearly  the  hypergolic  ignition  delay  contains  contributions 
from  both  the  chemical  delay  and  from  the  recalcitrant  physi¬ 
cal  factors. 

Accurate  chemical  delay  measurements  for  a  hypergolic 
system  are  important  because  a  minimum  chemical  delay  has 
been  shown  to  correspond  to  a  maximum  specific  impulse 
(7sp)  in  certain  variable  composition  organic  fuel  mixtures.2 
Therefore,  a  simple  chemical  delay  measurement  provides  a 
good  insight  into  a  direct  performance  metric,  7sp,  which  is 
much  more  difficult  to  either  measure  or  calculate.  It  is  also 
believed  that  a  long  ignition  delay  allows  for  the  buildup  of 
explosive  intermediate  species  that  may  detonate  upon 
ignition.3,4  This  undesirable  and  potentially  catastrophic  phe¬ 
nomenon  is  known  as  a  hard  engine  start  in  a  propulsion 
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application.  Therefore,  the  overall  system  reliability  may  be 
optimized  by  minimizing  the  ignition  delay  time. 

Techniques  for  hypergolic  ignition  delay  measurement 
are  well  referenced  and  they  have  been  reviewed  by  others.1 
The  methods  employ  drop  tests  or  stream  mixing  interaction 
with  optical,1,5,6  spectroscopic,7  and  high  speed  video8  detec¬ 
tion  of  the  ignition  event  to  terminate  a  measurement  period 
that  is  initiated  with  reagent  contact.  Ignition  delay  for  gas¬ 
eous  systems  that  require  an  external  ignition  source  is  com¬ 
monly  investigated  in  a  shock  tube  with  spectroscopic  radi¬ 
cal  detection9  of  ignition  following  the  registration  of  the 
initiating  shock  wave.  IR  laser  heating  has  also  been  used  as 
an  ignition  source.10  In  this  latter  case  a  separate  laser  was 
used  to  generate  Rayleigh  scatter  and  an  optical  multichannel 
analyzer  measured  spatially  resolved  gas  density  that  is  re¬ 
duced  as  the  temperature  increases  upon  ignition.  Automo¬ 
tive  fuel  researchers  are  also  interested  in  ignition  delay  mea¬ 
surements  and  a  pressure  transducer  signifies  the  ignition 
event  in  a  system11  that  requires  milliliter  size  sample  vol¬ 
umes. 

Our  interest  is  in  hypergolic  liquid  fuels  with  conven¬ 
tional  liquid  oxidizers  such  as  N204  and  fuming  nitric  acids. 
The  fuels  include  low  vapor  pressure  ionic  liquids  and  hy¬ 
drocarbons  that  can  be  converted  into  substituents  that  pro¬ 
mote  hypergolicity  in  ionic  liquids.  For  screening  purposes  a 
simple,  inexpensive  drop  test  chemical  delay  measurement 
apparatus  that  uses  a  minimum  sample  size  is  desirable.  The 
following  sections  provide  the  details  for  instrumentation 
that  meets  these  objectives.  The  approach  is  similar  to  the 
line-of-sight  method  described  by  Hampton  et  al. 1  and  it  uses 
electro-optical  means  to  sense  the  passing  of  a  falling  drop, 
the  onset  of  preignition  vapors,  and  the  flash  associated  with 
ignition.  The  design  in  Ref.  1  was  based  upon  the  desire  to 
have  a  minimum  delay  time  external  synchronous  signal 
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FIG.  2.  Electro-optical  and  digital  interface  circuitry. 


FIG.  1.  Schematic  diagram  of  line-of-sight  hypergolic  ignition  delay  time 
apparatus. 

from  a  digital  oscilloscope  to  trigger  other  instrumentation, 
and  it  used  a  large  expensive  ion  laser.  The  design  presented 
below  uses  a  digital  oscilloscope,  a  laser  diode,  photodiode 
detectors,  and  digital  timing  circuitry  and  readout  to  achieve 
a  versatile,  simple,  and  highly  accurate  system  for  chemical 
delay  measurement.  The  building  blocks  are  common  labo¬ 
ratory  items  without  extraordinary  capability  and  the  oscillo¬ 
scope  is  only  necessary  during  initial  setup  and  optimization. 

EXPERIMENT 

Our  simple  line-of-sight  apparatus  for  measuring  both 
chemical  and  total  ignition  delay  is  shown  schematically  in 
Fig.  1.  A  laser  diode  (LD1)  operating  at  655  nm  in  the  red  is 
focused  through  a  glass  cuvette  and  the  beam  hits  photodiode 
D1  (190-680  nm)  upon  exiting  the  cuvette.  The  diode  laser 
is  housed  in  a  temperature  controlled  mount  and  it  is  pow¬ 
ered  by  a  constant  current  source.  D1  responds  both  to  the 
reduction  in  laser  diode  transmission  due  to  the  falling  oxi¬ 
dizer  (fuel)  droplet  and  to  the  onset  of  preignition  vapor  for¬ 
mation  that  follows  fuel-oxidizer  mixing.  The  cuvette  con¬ 
tains  one  partner  of  the  hypergolic  pair  and  the  other  partner 
is  delivered  from  a  syringe.  The  appearance  of  preignition 
vapor  signifies  the  beginning  of  the  chemical  delay  which 
terminates  in  a  flash  of  light  when  ignition  occurs.  Photodi¬ 
ode  D2  (190-1000  nm)  responds  to  the  filtered  light  emis¬ 
sion  from  this  hypergolic  ignition  event.  Both  photodiode 
signals  are  routed  to  a  two  channel  digital  oscilloscope  and 
to  the  timing  electronics  that  drive  two  digital  counters. 
Counters  1  and  2  provide  the  elapsed  time  (total  clock 
pulses)  from  the  passage  of  the  drop  to  incipient  preignition 
vapor  production  and  to  the  onset  of  the  ignition  flash,  re¬ 
spectively.  Simple  subtraction  of  these  two  counter  outputs 
gives  the  duration  for  preignition  vapor  production  or  the 
chemical  delay. 

The  details  of  the  timing  electronics  are  presented  in  Fig. 
2.  Photodiode  D1  is  illuminated  by  the  laser  diode,  LD1.  The 
cathode  output  of  D1  is  capacitively  coupled  and  gives  a 
positive  going  signal  when  the  transmitted  light  level  from 
LD1  is  reduced  by  a  falling  drop  or  the  production  of  particle 


laden  preignition  vapor.  A  pair  of  operational  amplifiers  acts 
as  an  adjustable  threshold  discriminator  and  a  transistor- 
transistor  logic  (TTL)  interface  for  the  gating  logic  that  di¬ 
rects  the  1  MHz  clock  oscillator  to  digital  counter  1.  This 
counter  follows  the  output  of  AND  gate  2  that  passes  clock 
pulses  from  the  occurrence  of  a  falling  drop  to  the  onset  of 
preignition  vapor  production.  The  operational  amplifier  (op- 
amp)  pair  produces  a  net  high  to  low  comparator  signal 
(CLK1).  Flip  flop  FF2  was  set  to  toggle  on  the  high  to  low 
transitions  from  CLK1  and  the  74121  one  shot  (OS)  pulse 
was  set  at  10  ms  to  prevent  FF2  from  being  affected  by  any 
oscillation  from  the  falling  drop  signal.  Photodiode  D2  yields 
a  positive  going  pulse  when  the  hypergolic  reaction  produces 
a  light  flash  upon  ignition.  An  adjustable  level  discriminator 
and  buffer/TTL  interface  are  also  provided  by  an  op-amp 
pair  (CLK2).  This  portion  of  the  circuit  drives  digital  counter 
2  through  AND  gate  3  that  passes  clock  pulses  from  the 
passage  of  a  falling  drop  to  the  ignition  flash.  The  use  of  a 
1  MHz  time  base  gives  the  chemical  delay  directly  in  micro¬ 
seconds  upon  subtraction  of  counter  1  from  counter  2.  The 
time-base  oscillator  is  powered  from  the  5  V  supply  that  is 
used  for  the  op-amps  and  TTL.  These  TTL  compatible  oscil¬ 
lators  are  available  in  a  variety  of  fixed  output  frequencies 
and  they  can  be  interchanged  to  fine  tune  the  timing  resolu¬ 
tion  as  dictated  by  the  chemical  systems  of  interest.  Since  the 
op-amps  operate  from  a  single  +5  V  supply,  their  output 
voltage  swing  is  unipolar  from  0  to  +3.5  V.  It  was  for  this 
reason  that  photodiodes  D1  and  D2  were  configured  to  pro¬ 
duce  positive  going  signals  through  their  capacitively 
coupled  outputs.  Op-amps  with  bipolar  power  supply  re¬ 
quirements  would  remove  that  constraint  and  permit  the  use 
of  a  positive  or  negative  voltage  on  the  10  kfl  trim  pots  that 
set  the  discriminator  level.  The  simplicity  of  a  single  voltage 
power  supply  could,  however,  be  maintained  by  using  a  bat¬ 
tery  to  power  Dl.  A  timing  diagram  is  provided  in  Fig.  3  to 
further  illustrate  the  circuit  operation. 

A  test  of  the  circuit  operation  was  performed  by  replac¬ 
ing  the  photodiode  outputs  in  Figs.  1  and  2  with  two  preci¬ 
sion  pulse/delay  generators.  The  pulse  sequences  in  Fig.  4 
simulate  the  falling  drop  followed  by  preignition  vapor  pro¬ 
duction  (lower  trace)  and  the  ignition  light  flash  (upper 
trace).  In  practice  the  falling  drop  signal  is  2-3  ms  full 
width  at  half  maximum  (FWHM).  The  pulses  that  produced 
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FIG.  3.  Timing  diagram  for  circuitry  in  Fig.  2. 

the  lower  and  upper  traces  in  Fig.  4  become  rows  CLK1  and 
CLK2,  respectively,  in  the  timing  diagram  (Fig.  3)  after  ex¬ 
iting  the  inverting  op-amp  pairs.  The  delay  between  the  lead¬ 
ing  edges  of  the  pulses  that  simulate  the  falling  drop  and  the 
preignition  vapor  production  was  set  at  15.1234  ms.  The  de¬ 
lay  from  the  leading  edge  of  the  simulated  falling  drop  to  the 
simulated  ignition  flash  was  set  at  20.2350  ms.  The  expected 
chemical  delay  is  then  5111.6  /zs.  Eleven  measurements 
were  performed  to  compare  the  chemical  delay  obtained  with 
the  digital  timing  circuit  and  pulse  counters  with  this 
5111.6  /zs  value.  The  results  are  listed  in  Table  I  where  the 
chemical  delay  column  is  the  difference  between  the  counter 
readings  and  for  a  1  MHz  clock  has  units  of  microseconds.  A 
1  /zs  accuracy  was  expected  and  obtained. 

The  hypergolic  pair  monomethylhydrazine  (MMH)  and 
white  fuming  nitric  acid  (WFNA)  was  chosen  to  demonstrate 
the  hardware  on  a  real  system.  A  single  drop  (>0.005  ml)  of 
MMH  was  carefully  dispensed  from  a  syringe  with  a  glass 
capillary  terminated  Teflon  needle  into  a  1  cm  quartz  cuvette 
that  contained  1  ml  of  WFNA.  The  ignition  seemed  instan¬ 
taneous  and  it  was  accompanied  by  an  optical  flash  and  an 
acoustic  signature.  It  must  be  emphasized  that  MMH  and 
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FIG.  4.  Simulated  signal  for  falling  droplet  and  preignition  vapor  generation 
(lower  trace)  and  for  ignition  light  flash  (top  trace). 


TABLE  I.  Test  data  for  chemical  delay  measurements  (readings  in  micro¬ 
seconds). 
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WFNA  are  violently  reactive,  hazardous,  and  toxic  and  only 
small  quantities  should  be  used  under  well  ventilated  condi¬ 
tions  with  carefully  planned  safety  protocols  and  protective 
equipment  in  place.  The  lower  trace  in  Fig.  5  reproduces  the 
digital  oscilloscope  output  for  the  falling  drop  and  the  preig¬ 
nition  vapor  production.  The  upper  trace  represents  the  igni¬ 
tion  flash.  The  ignition  flash  tends  to  clear  preignition  vapor 
from  the  laser  diode  beam  path,  and  therefore  the  rising  por¬ 
tion  of  the  top  trace  and  falling  portion  of  the  bottom  trace 
are  correlated.  The  threshold  for  the  D1  signal  (droplet  and 
preignition  vapor)  was  set  at  0.385  V  and  the  downward 
pointing  arrow  in  the  lower  trace  of  Fig.  5  indicates  that  this 
corresponds  to  the  small  plateau  that  is  one  oscilloscope  di¬ 
vision  below  the  maximum  preignition  vapor  level.  The  D2 
threshold  for  the  ignition  flash  was  0.157  V  and  this  corre¬ 
sponds  to  the  upward  pointing  arrow  in  the  top  trace  of  Fig. 
5.  Counter  1  and  counter  2  gave  readings  of  44  210  and 
58  993,  respectively,  and  this  yields  a  chemical  delay  of 
14.783  ms. 


DISCUSSION 

The  circuit  validation  exemplified  in  Fig.  4  and  Table  I 
confirms  the  1  /zs  accuracy  of  the  chemical  delay  measure¬ 
ment  with  the  1  MHz  time  base.  In  practice  the  evaluation  of 


10  ms/div 


FIG.  5.  Actual  signals  for  the  hypergolic  ignition  of  MMH  and  WFNA. 
Falling  MMH  drop  and  preignition  vapor  production  (lower  trace).  The 
FWHM  of  the  first  pulse  provides  a  means  to  calculate  droplet  size.  Light 
flash  upon  ignition  (upper  trace). 
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FIG.  6.  (Color)  High  speed  CMOS  video  showing  spatially  resolved  ignition  event  for  a  droplet  of  1 ,2-bicyclopropylacetylene  falling  into  nitrogen  tetroxide. 


the  chemical  delay  by  subtracting  counter  1  from  counter  2 
does  not  require  correction  for  either  the  droplet  size  or  the 
delay  between  the  droplet-laser  beam  intersection  and  the 
droplet-liquid  reservoir  contact.  This  correction  is  unneces¬ 
sary  since  both  counters  are  triggered  from  the  leading  edge 
of  the  droplet-laser  intersection  and  the  delay  from  that  in¬ 
teraction  to  droplet-liquid  reservoir  contact  mixing  is  com¬ 
mon  to  both  counter  channels  that  are  then  subtracted.  An 
elapsed  time  measurement  from  droplet  contact  with  the  liq¬ 
uid  reservoir  surface  to  the  onset  of  smoke  production  or 
from  that  contact  to  an  ignition  flash  would  require  a  line-of- 
sight  trigger  from  a  laser  beam  and  a  photodiode  detector 
positioned  along  the  liquid  reservoir  surface.  The  circuitry  in 
Fig.  2  is  easily  adapted  to  these  modifications. 

The  results  for  the  MMH-WFNA  test  (Fig.  5)  indicate 
that  the  measured  chemical  delay  is  sensitive  to  the  threshold 
setting  chosen  for  the  op-amp  pair  that  follows  photodiode 
Dl.  A  threshold  setting  corresponding  to  the  beginning  of 
smoke  production  in  Fig.  5  would  give  a  chemical  delay 
>21  ms  rather  than  14.783  ms.  Clearly  the  digital  oscillo¬ 
scope  trace  is  necessary  to  evaluate  the  digital  counter  data 
and  to  properly  interpret  the  measured  chemical  delay. 

There  is  a  more  serious  problem  inherent  in  the  line-of- 
sight  chemical  delay  technique  that  is  revealed  in  Fig.  6.  This 
high  speed  (500  frames /s  and  640X480  pixel  resolution) 
complementary  metal-oxide  semiconductor  (CMOS)  video 


camera  sequence  shows  the  falling  of  a  1,2- 
bicyclopropylacetylene  droplet  (a  potential  energetic  sub¬ 
stituent)  into  a  pool  of  N204.  This  sequence  illustrates  the 
well  known  facts  that  (a)  ignition  is  a  gas-phase  phenomenon 
that  can  occur  at  a  significant  distance  from  the  initially 
mixed  liquids  and  (b)  multiple  ignition  sites  can  occur  (see 
frames  12  and  13  in  Fig.  6).  Careful  geometric  confinement 
of  the  preignition  vapors  would  minimize  the  uncertainty  of 
the  ignition  location  above  the  liquid  pool  and  the  position  of 
the  liquid  surface  can  be  adjusted  relative  to  the  laser  beam 
when  using  the  line-of-sight  hardware.  Nevertheless,  the 
simple  line-of-sight  apparatus  described  here  is  flexible,  ac¬ 
curate,  simply  constructed,  and  very  useful  for  screening  ma¬ 
terials  and  assessing  their  potential  for  hypergolic  activity. 

The  careful  separation  of  the  physical  dynamics  (mixing, 
interfacial  thermal  transport,  etc.)  from  the  chemical  dynam¬ 
ics  (initiation  reaction  step  and  kinetics,  key  preignition  in¬ 
termediates,  definitive  ignition  event,  etc.)  in  a  low  vapor 
pressure  fuel-oxidizer  interaction  is  needed  to  gain  a  funda¬ 
mental  understanding  of  the  structure-property  relationships 
that  are  required  to  facilitate  the  design  of  ionic  liquid  hy¬ 
pergolic  systems.  These  systems  present  a  challenging  prob¬ 
lem  for  fundamental  understanding  and  experiments  are  on¬ 
going.  Our  approach  is  to  combine  time-resolved  diagnostic 
techniques  with  the  appropriate  mixing  strategies  to  isolate 
the  chemical  dynamics  and  to  investigate  the  mechanistic 
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FIG.  7.  Calculated  isomerization  and  H  atom  abstraction  energies. 


aspects  of  hypergolicity  both  experimentally  and  theoreti¬ 
cally.  Ultimately  reaction  paths  and  kinetics  will  be  deter¬ 
mined  experimentally  and  validated  theoretically.  The  theo¬ 
retical  component  of  this  work  has  many  facets,  but 
calculations  are  underway  for  gaseous  neutral  molecules 
with  the  intention  of  progressing  to  charged  species.  Enthal¬ 
pies  of  abstraction  of  the  hydrazinic  hydrogens  by  N02  in 
N-substituted  amino  derivatives  of  both  the  1,2,3-  and  1,2,4- 
triazole  systems  were  calculated12  at  the  B3LYP(VWN5)/ 
6-3 1 1  +  +  G(d,p) / /B3LYP(VWN5) /6-3 1 1  +  +  G( d,p)  level 
of  theory13-18  (Fig.  7).  These  values  are  slightly  above  the 
range  (0.9-4. 2  kcal  mol-1)  calculated  at  the  same  level  of 
theory  for  hydrazine  and  MMH,  and  experimentally  the  sub¬ 
stituted  triazole  molecules  are  less  reactive  with  N204.  For 
example,  solid  1 -amino- 1,2, 3-triazole  reacts  vigorously  but 
not  hypergolically  with  nitrogen  tetroxide  (see  reaction  F  in 
Fig.  7). 

The  chemical  delay  apparatus  presented  above  is  a  valu¬ 
able  screening  tool  for  use  in  conjunction  with  high  speed 
video,  time-resolved  spectroscopy,  and  quantum  chemical 
calculations  in  hypergolic  fuel  research.  Measurement  of  the 
chemical  delay  alone  could  be  used  by  synthesis  chemists  to 
evaluate  and  select  synthetic  targets.  The  circuitry  in  Fig.  2 
functions  well  either  on  a  breadboard  or  with  simple  wire- 
wrap  fabrication  and  the  other  items  are  readily  available. 
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